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USER MANUAL 

The Experts in 
Medical Refrigeration 

Pharmacy Plus - Laboratory Plus - Pharmacy Connect 
Operating Instructions 

USER GUIDES

How to retrieve min and max  
temperature, viewing and 

exporting data using the app

Example title 
Example sub-title 

Example of body copy: Lorem ipsum 
dolor sit amet, consectetur adipiscing 
elit. Donec mattis massa pretium  
cursus, at bibendum eros sodales. 

1. Logo 
This is our full-colour logo. 

It visually represents us as a 
brand.

QUICK REFERENCE GUIDE

PANTONE 361 C

C71 / M3 / Y93 / K0
R77 / G171 / B66
HEX: #4DAB42

C90 / M12 / Y5 / K0
R0 / G155 / B214
HEX: #009BD6

C0 / M35 / Y85 / K0
R249 / G178 / B51
HEX: #F9B233

PANTONE Cool  
Gray 10 C

C0 / M0 / Y0 / K80
R87 / G87 / B87
HEX: #575756

C65 / M81 / Y0 / K0
R119 / G70 / B149
HEX: #774695

C0 / M0 / Y0 / K100
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HEX: #000000

Lec green Lec grey

Laboratory

WardStaffroom

Black

2. Colour 
The colour palette has been 
considered and will work well 
in print and digital media.

PANTONE colours should be 
used for signage and vehicle 
livery.

3. Type 
The selected fonts compliment 
our brand style and are free to 
download from here: 
fonts.google.com

Montserrat Light

Montserrat Semi Bold

Montserrat Light

Primary colours Text colour

Logo with tagline

Logo without tagline
Where space is limited, please use this version of our font

The Experts in 
Medical Refrigeration

C88 / M43 / Y42 / K30
R9 / G93 / B108
HEX: #095D6C

Pharmacy



1

USER GUIDES How to retrieve min and max temperature 

OPEN LEC MEDICAL APP TO CONNECT TO DEVICE1

VIEWING MIN & MAX TEMPERATURES2

RESETTING MIN & MAX TEMPERATURES3

To reset the min & max 
temperatures simply 
press the reset button

1

The date and time of the last reset is displayed here. 
After resetting the current AIR and LOAD temperatures 
will be displayed.

The Min/Max temperatures displayed are the lowest  
and highest recorded AIR and LOAD temperatures since 
the latest reset.

NOTE: After pressing RESET 
the Min/Max temperatures are 
stored in the controller for up  
to 3 months on FIFO bases. 

They can be retrieved and  
downloaded at any time.

Both AIR and  
LOAD temperatures  
will be reset

2
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VIEWING TEMPERATURE DATA4

DISCONNECTING FROM THE APP

5

2

Viewing and exporting data readings

To view the data 
select the graph Icon

1 When this message 
appears, select YES

2 When loading screen is 
complete, temperature  
data will appear.

3

EXPORTING TEMPERATURE DATA

DISCONNECTING FROM THE APP
To export the data 
select the menu button 
top right of the app

1

Select Export data2

Complete action by  
selecting your preferred 
email account

4Select send via email 
and then OK
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Viewing and exporting data readings

1

EXAMPLE OF A TEMPERATURE DATA REPORT6

DISCONNECTING FROM THE APP7

REPLACE WITH 
IMAGE OF LIST OF 
APPLIANCES HERE

Here is an example of the temperature data report you will receive via email:

1 2 Select 
Disconnect

Press the 
Menu button


